SERVICING INFORMATION ADDENDUM 

for 

MODEL 301 1B FUNCTION GENERATOR 



Effective with serial no. 147-30253, Model 301 IB has been factory 
modified to add ZD601 and change the values of R602 and R629. Use 
the schematic diagram and parts list information in this addendum for 
servicing units after serial no. 147-30253. 



PORTION OF SCHEMATIC DIAGRAM CHANGED: 



vcc 



ZD601 
9.1V 




NEW PARTS USED: 

R602 20 kQ ± 5 % , 1/4 W carbon film resistor 002-104-5-203 

R629 3300 ± 5 % 1/4 W carbon film resistor 002-104-5-33 1 

ZD601 9.1 V, 500 mW Zener Diode 152-207-9-001 
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